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Impeller:

5 blades, 47 mm diameter

Levitated by magnetic bearings

Operating Point:  6 lpm@ 
100 mmHg



Design of Blood Flow Path
Objectives:
• Minimize thrombosis
• Minimize hemolysis

Techniques:
• Computer Modeling
• Experimental Measurements
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